1. Introduction {#sec1-1}
===============

An estimated 1.6 million breast biopsies are performed in the US each year \[[@r1]\]. The current clinical procedure is to use surgical biopsy, core needle biopsy or fine needle aspiration to acquire pathologic specimens in areas of tissue that have been classified as abnormal using PET or MRI. The cells are then fixed to a microscope slide, stained, and examined by a pathologist. While this method does yield information about the tumor architecture and cell morphology, it only samples small sections of the tumor. Such sampling can be problematic if the tumor is large and heterogeneous. The tissue acquired may not contain enough viable cells or may not contain cells from the malignant section of the tumor thus complicating the diagnosis by potentially requiring additional biopsies or resulting in misdiagnosis. Also, this process of cell extraction and staining does not allow for real-time diagnosis.

Optical imaging modalities are capable of real-time imaging and *in-vivo* imaging with sub-cellular resolution. Examples include optical coherence tomography (OCT) and confocal microscopy. However, the maximum penetration depth is less than 3 mm for optical imaging modalities. One way to achieve the penetration-depth capabilities of PET in combination with sub-cellular resolution is through the use of an optical biopsy approach.

To be consistent with the current tissue-removal biopsy techniques, an optical-biopsy system would need to produce images of cell morphology for the pathologist to examine and have a similar outer diameter as the needles currently used for needle biopsies (0.6--3 mm). For this article, we limit our review to a slightly expanded ensemble of optical systems whose outer diameters (ODs) are 5 mm or less and to those optical systems intended for linear fluorescence microscopy. Within these constraints, there exist two types of microendoscopes. The first type is the fiber microendoscope where a coherent fiber bundle is pressed in direct contact with the tissue to relay an image of the tissue out of the body. The second type utilizes optical elements to focus the light before the image is transferred out of the body. The advantages of fiber microendoscope systems derive from the simplicity of their design and the small diameter of the fiber bundles used, typically 0.6 mm to 0.8 mm OD \[[@r2],[@r3]\]. However, the resolution of the fiber microendoscope systems is determined by the core spacing in the fiber bundle. The current minimum lateral resolution for these systems is approximately 4.4 μm for a fiber bundle with a numerical aperture (NA) of 0.35 \[[@r3]\]. In comparison, the system presented in this paper has a 0.4 NA but can resolve details down to 0.9 μm. Image processing can be used to improve the pixilated appearance of images taken with a fiber microendoscope, although processing does not improve the actual resolution \[[@r4]\]. Additionally, lens-based microendoscopes provide a small depth of field, which aids in optical sectioning. For example, the system we have designed has an estimated axial resolution of 6 µm \[[@r5]\], which is thinner than a layer of cells. In contrast,a lensless, fiber-bundle-based system has a much larger depth of field, typically larger than a single layer of cells \[[@r2],[@r6]\].

The second type of microendoscope can be divided further into two categories defined by their ODs, specifically OD \< 1 mm and 1 mm ≤ OD \< 5 mm. In the larger OD category, several systems have been documented in the literature or are commercially available \[[@r7]--[@r11]\], including systems with a minimum lateral resolution to 0.7 μm \[[@r7],[@r8]\]. To the best of our knowledge, there is currently only one system designed for linear fluorescence microscopy with an OD of 1 mm \[[@r12]\]. However, the objective of this system, whose lateral resolution is approximately 1.5 μm, utilizes gradient-index lenses, which cannot be achromatized and inherently suffer from spatial and chromatic aberrations.

To add to this category of microendoscopes, we have designed an all-plastic, ultra-slim objective to fit inside the 1-mm inner diameter of hypodermic needles (18 gauge) currently used for breast biopsies. The objective is mounted inside the distal end of the needle as shown in [Fig. 1](#g001){ref-type="fig"} Fig. 1Illustration of the ultra-slim objective and coherent fiber bundle in the hypodermic needle within the tissue \[[@r15]\]. along with a coherent fiber bundle to relay the image of the tissue out of the needle. The needle would be then inserted into the breast, and the distal end of the objective pressed in contact with the tissue stained by the fluorescent probe proflavine \[[@r13]\], thus reducing image motion \[[@r3]\]. In order to produce images usable to a pathologist, the system would be used in a larger confocal microscope setup. Here a single fiber or a small group of fibers could be illuminated and imaged in order to reject out-of-focus light and provide the optical sectioning needed to image only a thin slice of tissue within the larger tissue volume \[[@r14]\]. Additionally, we envision that as the needle proceeds into the tissue, the objective relays sub-cellular images of the tissue architecture and morphology in real-time. Once the objective reaches the tumor, an immediate assessment of the tumor can be made by the pathologist who could probe multiple locations in the tumor to increase the accuracy of the diagnosis. While the emphasis of this design was to facilitate breast cancer diagnosis, the ultra-slim objective could be used in other parts of the body where needle biopsies are a common diagnostic method, such as the lung, thyroid, parathyroid, and pancreas.

In this paper we describe the design parameters of the ultra-slim objective, as well as the manufacturing and assembly methods that are required to produce an objective with high image quality. As the manufacturing and assembly of miniature optical systems is a costly and time consuming process \[[@r9],[@r16]\], careful planning is required to produce a working, practical system. To that end, this paper also describes conventional lens imaging limitations and tradeoffs found as the size of the objective decreases into the sub-millimeter range, as well as experimental measurements to estimate light-coupling limitations and the impact of autofluorescence of candidate lens materials.

2. Ultra-slim objective design parameters {#sec1-2}
=========================================

The general design specifications based on the intended use of the ultra-slim objective can be found in [Table 1](#t001){ref-type="table"} Table 1General Design SpecificationsObject Space NA0.4Image-space NA0.125Field of View (FOV)250 µmClear Aperture0.8 mmMagnification--3.2Working Distance10 µmWavelength508 nmObject-space TelecentricYes. First, the field of view (FOV) needs to sample an adequate number of cells. For this application the FOV diameter is 250 µm. Second, for mounting the lens system within a 1 mm tube as discussed in Section 3, the clear apertures of the lenses and the proximal face of the coherent fiber bundle where the image plane is located must be less than 0.8 mm in diameter, which leads to a transverse magnification of --3.2 for this FOV. Additionally, for adequate spatial resolution, the object-space numerical aperture (NA) of the system is 0.4. This translates into an image-space NA of 0.125. The fibers in the bundle have an NA of 0.35, so stray light has to be considered when finalizing the design of the ultra-slim objective housing. The working distance of the objective is approximately 10 µm to ensure that the object surface in contact with the tissue is outside the first element of the objective once the objective has been fabricated and assembled. Also, the objective is optimized for a wavelength of 508 nm, the peak emission wavelength of proflavine and an excitation wavelength of 470 nm.

The design for the ultra-slim objective was performed using ZEMAX lens design software \[[@r17]\] and consists of three optical elements made of Zeonex (E48R) \[[@r18]\], as shown in [Fig. 2](#g002){ref-type="fig"} Fig. 2(a) Design layout for ultra-slim objective, (b) Enlargement illustrating the curvature of the object surface.. A coverslip placed over the face of the coherent fiber bundle reduces back reflections from the face of the coherent fiber bundle. Both the first and the last surface of the lens system are flat, which simplifies the fabrication and mounting of the elements. Also, the four surfaces that contribute to the power of the system are conics \[see [Table 2](#t002){ref-type="table"} Table 2Lens System Prescription for design in [Fig. 2](#g002){ref-type="fig"}.**SurfaceCommentRadius (mm)Thickness (mm)GlassClear Aperture (mm)Conic**Object SurfaceTissue0.80.014Saline0.25-1Lens 1Plano Surface1.04E48R0.25-2−0.690.080.75−0.343Lens 21.941.15E48R0.8−4.644−0.990.150.8−1.21Aperture StopLens 35.572.55E48R0.7236.656Plano Surface1.090.77-7CoverslipPlano Surface0.12BK70.8-Image PlaneFiber BundlePlano Surface00.8- for prescription\], which allows more flexibility in the optical design by aiding in the correction of aberrations while keeping the number of parameters low to aid the lens-optimization process. Additionally, the objective focuses to a slightly curved object surface that has a sag of 9.7 µm, as shown in [Fig. 2(b)](#g002){ref-type="fig"}. Because the tissue being imaged is a 3D volume of cells, curving the object plane does not overly distort the image and helps with the correction of aberrations.

The predicted image performance can be seen in [Fig. 3](#g003){ref-type="fig"} Fig. 3The performance of the objective design, showing both the PSF as the white gradient and the diffraction-limited spot diagram in red at three field positions (on-axis, 80 µm off axis, and 125 µm off-axis, i.e., at the edge of the useful field of view)., which shows the combined spot diagram and point spread function (PSF) for three field positions. The white gradient in the center represents a top view of the PSF where the white ring is the Airy disk located at the first zero of the PSF, and the red dots are the spot diagram. Because all of the spots lie within the Airy disk, the design is diffraction limited. Calculations in ZEMAX evaluate the Strehl ratio to be greater than 0.8, i.e., the accepted Strehl ratio for a well corrected system \[[@r19]\].

Additionally, ZEMAX was used to estimate the performance of the ultra-slim objective when used to image the polychromatic emission spectrum of proflavine. The wavelengths of the emission spectrum were weighted by the intensity relative to the peak emission, and added to the ZEMAX design shown in [Fig. 2(a)](#g002){ref-type="fig"}. To maintain a Strehl ratio of 0.8, a spectral filter was used to limit the emission spectrum to the range of 486 nm to 546 nm, which results in 66% of the emitted light reaching the image plane.

3. Manufacturing, assembly, and tolerancing of prototype system {#sec1-3}
===============================================================

3.1 Manufacturing and assembly {#sec2-1}
------------------------------

Modern manufacturing methods of the lenses and novel mounting solutions are both required to produce an objective with lens diameters less than 1 mm. Specifically, since good image quality requires small form error and low surface roughness, one effective method of fabricating spherical and aspheric lenses with adequately high quality is single point diamond turning (SPDT). Previous in-house SPDT manufacturing has yielded lenses with a peak-to-valley form error of 1/10th of a wave and average roughness (*R~a~*) of 18 nm. Alternatively, diamond milling tools with shaped tips can also be used to make high precision lenses, however, fabrication of aspheric surfaces with such tools is at a very early stage of development \[[@r20]\].

Mounting of lenses on the 1-mm scale may be accomplished ultimately with miniature, self-aligning holders fabricated using the LIGA process \[[@r21]\]. LIGA is a German acronym for X-ray lithography, electroplating, and molding, and is a micro-lithography process that can produce micro-optical mounts with sub-micron precision. However, in order to expedite the experimental evaluation of the optical design itself \[see [Fig. 2(a)](#g002){ref-type="fig"}\], the prototype lenses as described in Section 6 were diamond turned on larger-diameter blanks and stacked using precision ball bearings.

3.2 Tolerance analysis {#sec2-2}
----------------------

To ensure that a successful prototype would be fabricated, tolerance analysis was performed using the criterion for the maximum allowable error of 0.07 waves of *rms* wavefront error (WFE), which corresponds to the Strehl ratio of 0.8. For comparison, the nominal WFE of the design was 0.012 waves. Using ZEMAX to perform the analysis on a symmetric cross of *x* and *y* field positions, the tolerances in [Table 4](#t004){ref-type="table"} Table 4Fabrication capabilities used to make prototype objective.**ParameterTolerance**Radius (µm)4Decenter (µm)5Thickness (µm)5Tilt (º)0.12 were established. Additionally, Monte Carlo analysis was performed using ZEMAX to generate 500 perturbed optical systems. The mean WFE for the trials was 0.0536 waves, and over 80% of the trials had a WFE less than 0.07 waves. Using standard definitions of tolerance levels \[[@r19]\], the majority of the tolerances in [Table 3](#t003){ref-type="table"} Table 3Fabrication and Optomechanical Tolerances**Lens 1Lens 2Lens 3Nominal (mm)Tolerance (mm)Nominal (mm)Tolerance (mm)Nominal (mm)Tolerance (mm)Surface 1Radius**Plano-1.9440.0195.5660.055**Decenter**00.0100.0100.01**Tilt**00.0100.003800.01**Surface 2Radius**−0.6940.007−0.9940.007Plano-**Decenter**00.00800.00700.01**Tilt**00.0100.003500.01**ElementThickness**1.040.0081.1470.0162.5470.016**Airspace to Next Lens**0.080.0160.150.016Compensator- fall under either *commercial* or *precision* tolerance requirements with only the decenters on Surface 2, Lens 1, and Lens 2 requiring *high-precision* manufacturing.

The prototype reported here was fabricated at DMetrix, Inc., which was able to fabricate miniature optics to the tighter tolerances listed in [Table 4](#t004){ref-type="table"}. With the exception of the tilt tolerances, all of the tolerances in [Table 5](#t005){ref-type="table"} Table 5Major Components used in Fiber Coupling Experiment**ManufacturerComponent**Edmund OpticsInfinity-Corrected Long Working Distance Objective, Plano ApochromatJDS UniphaseLaser HeNe, 635 nmLumenera ScientificInfinity1 CameraNew FocusStages 9064 X-travel stage1" Picomotor^TM^ Actuator and controllerNewportESP 300 Motion Controller and stageSpatial Filter, Model 900Sumitomo Electric30,000 Element Coherent Optical Fiber, 0.8 mm diameterThorlabsHigh Precision Rotation MountUDT InstrumentsS370 Radiometer are *high precision* \[[@r19]\]. When these tolerances were used in the ZEMAX tolerance analysis, a WFE of 0.04 waves was predicted. The same Monte Carlo analysis was performed with the tightened tolerances. The mean WFE for the second set of trials was 0.0254 waves, and over 98% of the trials had a WFE less than 0.07 waves.

4. Design considerations for sub-millimeter objectives {#sec1-4}
======================================================

As applications for smaller objectives multiply, it is important to look at the limitations of conventional lens imaging at the millimeter size scale. One such limitation is the tradeoff between the transverse magnification and the FOV for the objective. In general, it is preferred to have a large magnification to see cellular and sub-cellular scale features. However, as the magnification increases, the FOV decreases so that only a few cells are imaged and the usefulness of the objective for cancer detection is diminished.

A system that is image-space telecentric is also preferred so that translation of a detector or fiber bundle at the image plane does not result in a magnification change. In the case of the fiber bundle, image-space telecentricity also means that light is focused on each fiber in the bundle over the same part of the fiber's acceptance numerical aperture. However, image-space telecentricity is difficult to achieve in very small objective systems. In order for the objective to be both image-space telecentric and unvignetted, the clear-aperture diameter of the last element of the objective must be greater than the image-plane diameter. Therefore, for a given field of view, the image-space telecentricity requirement limits the maximum transverse magnification and results in underfilling the available image area.

In order to fill the largest image-plane area within the inner-diameter constraint of the biopsy needle, we made a compromise in the design of the ultra-slim objective and relaxed the constraint on the image-space telecentricity. This allowed the light in the off-axis ray bundles incident on the image plane to have a non-zero principal ray angle with respect to the optical axis as illustrated in [Fig. 4(a)](#g004){ref-type="fig"} Fig. 4(a) Principal Ray Angle incident on Image Plane, (b) Diagram of light exit objective alignment with fiber acceptance cone. and can be seen in the optical layout in [Fig. 2(a)](#g002){ref-type="fig"}. However, one tradeoff associated with allowing a non-zero principal ray angle is that as the angle of incidence of the principal ray increases, the distortion in the image becomes more difficult to compensate for and the image-quality decreases. An additional tradeoff associated with allowing a non-zero principal ray angle is that if the objective couples light into a coherent fiber bundle, or a scanned single optical fiber, the light-coupling efficiency decreases. There are two major reasons for this decrease. First, the cone of light exiting the objective is misaligned with the acceptance cone of the fibers \[see [Fig. 4(b)](#g004){ref-type="fig"}\] so that light at the edge of the incident ray bundle is not coupled into the fiber.

Second, for a given fiber there exists a transition angle, θ~t~, dependent on the wavelength, fiber core diameter, and fiber NA \[[@r22]\]. Rays entering the fiber below θ~t~ excite the zeroth order mode, and rays with an incident angle greater than θ~t~ excite first order mode. For a ray bundle that straddles θ~t~ \[see [Fig. 5(a)](#g005){ref-type="fig"} Fig. 5Diagrams illustrating θt and its effect on coupling. TEM(0,0) and TEM(0,1) stand for transverse electromagnetic wave zeroth order and first order mode, respectively. (a) Illustration of a ray bundle intersected by the transition angle, (b) Diagram of fiber emission depending on the mode of light.\], a mixture of the two modes is excited, and the light exiting the fiber has a non-uniform intensity \[see [Fig. 5(b)](#g005){ref-type="fig"}\]. Additionally, more light leaks into the cladding for light rays with incident angles greater than θ~t~, which also effectively decreases the coupling efficiency.

However, the reduction in fiber coupling efficiency resulting from a non-zero principal-ray angle is less than the loss of light transmission if the optical system were telecentric in image space but vignetted at the outer parts of the FOV. To measure the fiber coupling efficiency with increasing principal-ray angle, we performed the experiment detailed in Section 5.1. To evaluate light transmission of a doubly telecentric optical system constrained by the clear-aperture requirement of the design specifications in [Table 1](#t001){ref-type="table"}, the design shown in [Fig. 2(a)](#g002){ref-type="fig"} was redesigned to be doubly telecentric. The redesign was based on holding the prescription constant up to the aperture stop so that the front of the doubly telecentric design from the object surface through the second lens was identical and then allowing the surface radii, conic constants, and thickness of Lens 3, as well as the distance to the coverslip, to vary. A circular aperture was modeled after the second surface of Lens 3 to enforce the required clear aperture of the ultra-slim objective.

The blue line in [Fig. 6](#g006){ref-type="fig"} Fig. 6Comparison between the efficiency of the light incident on the image plane of the doubly telecentric vignetted optical-design case and the relative coupling efficiency results of the fiber coupling experiment. shows the effect of the vignetting caused by the aperture. For the doubly telecentric vignetted optical-design case, all of the light collected from the object is incident on the image plane out to a radial object distance of 80 µm. However, from 80 µm to edge of the field at 125 µm, the light transmission efficiency falls below 40% due to the vignetting. Additionally, in this region the numerical aperture of the incident light is reduced as well, causing a gradual increase in the width of the point spread function towards the edge of the field. For comparison, the red line in [Fig. 6](#g006){ref-type="fig"} shows the reduction of fiber coupling efficiency in the design of [Fig. 2(a)](#g002){ref-type="fig"} as the principal ray angle increases across the radial extent of the FOV. While the reduction in coupling efficiency begins immediately off axis, the reduction is gradual and, more importantly, falls to only 77% at the edge of the FOV. Compared to the vignetted design, almost twice as much light reaches the image plane at the FOV edge. Furthermore, the image quality can be expected to be higher and more uniform because the numerical aperture does not vary across the field as it does in the vignetted case.

5. Experimental verification {#sec1-5}
============================

5.1 Fiber coupling efficiency {#sec2-3}
-----------------------------

Because the light level for fluorescent imaging is typically low, an experimental determination of the light-coupling efficiency with respect to increasing principal ray angle, and thus an important design constraint, was critical. The experimental setup was designed to simulate the ultra-slim objective coupling efficiency by using the same coherent fiber bundle. For further consistency, the NA of the objective focusing the light onto the fiber bundle is the same as the image-space NA of the ultra-slim objective. Although this configuration was specific to our design, the experimental setup could be readily modified to test other fiber bundles, wavelengths, or NAs. The setup used \[see [Fig. 7](#g007){ref-type="fig"} Fig. 7Experimental setup for measurement of light-coupling efficiency into a coherent fiber bundle as a function of principal ray angle of incidence.\] consisted of a commercial objective focusing a collimated, spatially filtered laser beam on to the proximal face of the fiber bundle, where the focusing objective is mounted on a computer-controlled, *xy* stages. The distal end of the bundle was imaged onto a camera. Additionally, a beam splitter was placed after the laser to direct a portion of the light to the radiometer head to monitor and record the fluctuations of the laser for later calibration. The specifications of the major components of the fiber coupling experimental set-up can be found in [Table 5](#t005){ref-type="table"}.

The measurement procedure is as follows. Starting with the fiber face normal to the optical axis, a LabView script orchestrates the movement of the *xy* stages. In order to overcome environmental instabilities, a semi-recursive script was written to align the focused spot of focusing objective to a single fiber. The script development began by defining a metric to evaluate how well the light was focused onto a single fiber based on the image collected by the camera of the distal end of the fiber bundle. In this case, the metric used was the ratio of the intensity exiting the fiber of interest to the intensity of the neighboring fibers. The first step of the experiment was to align the focus manually with the aid of the computer-controlled stages. Then the focused spot was scanned in the *y*-direction, saving the image of the distal end of the fiber and evaluating the metric at each step. The script directed the *y*-stage to return to the position of best alignment, and the process was repeated for the *z*-direction. In the *x*-direction, the *xy*-stages stepped in a small grid to collect images around the best alignment spot found in the previous two steps. After all the images have been taken, MATLAB script selected the set of images whose metric was above a user-defined threshold. For each image in the set MATLAB computed the intensity of the fiber of interest, and then averaged the intensity of the fiber from the set of images along with the standard deviation of the individual fiber intensities in the set of images. This procedure was performed for three randomly selected fibers at six different angles.

The results for the individual fibers average intensity relative to the on-axis measurement can be seen in [Fig. 8(a)](#g008){ref-type="fig"} Fig. 8Experimental fiber coupling efficiency data at six different angles. Note the connecting lines represent a decreasing trend and not measurements. (a) Experimental data showing the relationship between the intensity relative to on-axis and the principal ray angle for three randomly selected fibers, (b) The average of the relative coupling efficiency for the three fibers., where the error bars are the standard deviation of the averaged set of images. To find a cut-off angle to use as a design constraint, the relative coupling efficiency at each angle for the three fibers was averaged. Using the results in [Fig. 8(b)](#g008){ref-type="fig"}, to couple more than 70% of light from the objective into a fiber, the principal ray angle must be constrained to less than 6°. This constraint was included in the design, and the largest principal ray angle incident on the fiber in the ultra-slim objective design was 5.2°.

5.2 Autofluorescence of candidate lens materials {#sec2-4}
------------------------------------------------

We measured the relative autofluorescence of candidate lens materials to verify that the amount of light excited in the lens material itself is low in comparison to a typical fluorescent emission, when coupled into a fiber at the image plane.

First, three optical-grade plastics commonly used for diamond turning and injection molding, i.e., Zeonex E48R, PMMA, and polystyrene were measured in a spectrofluorometer. The solid materials were shaped to the same dimensions as a standard cuvette. Second, data from these measurements were used in non-sequential ray tracing model to determine how much light would reach an optical fiber at the image plane of our optical design. For reference, we also tested a 1 nM solution of fluorescein.

The spectral emission measurements were taken with the FluoroLog^®^-3 spectrofluorometer (HORIBA Scientific), which produces a matrix of emission spectra from 270 to 720 nm for excitation wavelengths from 250 to 600 nm. For this analysis, we used emission spectra of each tested material obtained with 470 nm excitation light.

In order to determine how much light would reach an optical fiber at the image plane, we used non-sequential ray tracing in two separate configurations. In the first configuration, autofluorescent emission of the three lenses' volumes was modeled by bulk scattering in ZEMAX \[[@r17]\]. The bulk scattering model allowed us to simulate the absorption of 470 nm excitation light within each lens and emission at 510 nm from each lens. In the second configuration, a fluorescent "object" volume was placed in front of the first lens surface and bulk scattering was turned off within each lens volume. The fluorescent object volume had the same diameter as the optical system (0.8 mm) and a thickness of 150 µm to act like a thick section of tissue. The fluorescent object volume was modeled as filled with a 1 nM fluorescein solution. In both configurations, 470 nm light was emitted from a single on-axis fiber and a beam splitter was used to redirect the 510 nm emitted light into a detector with the specifications of a single on-axis fiber.

The bulk scattering analysis requires the estimation of a mean free path \[[@r17]\] for each modeled medium. Given the relative emissions at 510 nm from the 1 nM fluorescein solution and the lens materials, we estimated the MFP for each by modeling the cuvette in the spectrofluorometer with non-sequential ray tracing and bulk scattering. In the case of the 1 nM fluorescein solution, we set the ray-tracing MFP at 0.434 mm. Note that this value is much smaller than the 2.7 **×** 10^4^ mm MFP calculated from the optical cross-section per molecule and number of molecules per unit volume at 470 nm. The fluorescein ray-tracing MFP was selected so that we could model the solution with a reasonable number of rays traced (e.g., 10^6^). The ray-tracing MFPs for the lens materials were then established by finding the MFP at which the number of detected rays relative to the number of rays for fluorescein equaled the corresponding ratio of signals measured with the spectrofluorometer. Following this method, we estimated the ray-tracing MFP for Zeonex E48R to be 70.5 mm.

Four billion rays were traced in both of the bulk-scattering system simulations. In the case of Zeonex E48R, which had the highest autofluorescence of all the materials tested, the signal at the collector fiber from the fluorescing "object" volume was 28 times higher than the background signal due the autofluorescence of the lenses. Note that the 1 nM concentration corresponds to an average of only 3 fluorophore molecules in each 5 µm^3^ voxel.

6. Prototype fabrication {#sec1-6}
========================

The model cross-section can be seen in [Fig. 9(a)](#g009){ref-type="fig"} Fig. 9(a) Schematic of the cross section of the prototype plates and the precision ball bearings, not to scale, (b) Photograph of the fabricated prototype plates stacked in a brass basket used in the test set-up.. The surfaces of each lens, highlighted in green, were single point diamond turned into the center of a one inch disc of Zeonex E48R, where the flat first and last surfaces were recessed slightly to prevent scratching. Then V-groove rings, concentric with the optical axis of the lens, were cut into the surrounding plastic to act as alignment features for mounting. Last, the discs were stacked in a circular holder by placing precision ball bearings into the V-grooves as shown in [Fig. 9(a)](#g009){ref-type="fig"}. The actual prototype can be seen in the holder as part of the test set-up \[see [Fig. 9(b)](#g009){ref-type="fig"}\].

7. Imaging performance {#sec1-7}
======================

The ultra-slim objective was evaluated both qualitatively and quantitatively with fabricated resolution targets. The quantitative evaluation was based on tests which measure the point-spread function (PSF) and the modulation transfer function (MTF) at a position within the objective's FOV \[[@r16],[@r23],[@r24]\].

7.1 Qualitative imaging performance {#sec2-5}
-----------------------------------

The fabricated target consisted of several regions containing different gratings and features was used as an object for testing in the setup of [Fig. 10](#g010){ref-type="fig"} Fig. 10Photograph of the test set-up for the prototype ultra-slim objective with an enlargement illustrating the key portion of the set-up.. For this test three regions were used: a region containing small US Air Force Resolution target features and two regions containing gratings with periods of 25 µm and 2 µm, respectively. The target was illuminated in transmission with an array of LEDs with a peak wavelength of 515 nm filtered to a bandwidth of 18 nm. This spectral band encompasses the emission peak of proflavine. The prototype objective imaged the resolution target to the proximal end of the coherent fiber bundle, which was placed in the image plane of the objective. A conventional microscope objective (Nikon, 10 **×** , 0.3 NA) and a tube lens were used to relay the image of the distal end of the fiber bundle to a digital camera (SenTech STC-TB202USB-AS, 4.4 µm square pixel). Images of the target using only the conventional microscope objective were also taken by removing the fiber bundle and repositioning the relay optics and camera. The target was imaged in air, which slightly reduced the NA and changed the image-plane location, although as the qualitative results in Section 7.2 show, the performance of the objective remained diffraction limited.

An example of the qualitative imaging performance can be seen in [Fig. 11](#g011){ref-type="fig"} Fig. 11Imaging results obtained from a custom, miniature US Air Force resolution target. (a) Image obtained directly with the ultra-slim objective, (b) Image obtained through a coherent fiber bundle. See text for details.. The image of the target using only the ultra-slim objective is shown in [Fig. 11(a)](#g011){ref-type="fig"}. As annotated, the line features in the upper right have a line width of 1 µm. The image in [Fig. 11(b)](#g011){ref-type="fig"} shows the image of the target relayed through the coherent fiber bundle. With the coherent fiber bundle, the achievable resolution is estimated at 2.5 µm. That resolution result compares favorably with the approximately 4.4 µm resolution reported for using a bare fiber bundle in contact with tissue \[[@r3]\].

7.2 Quantitative imaging performance {#sec2-6}
------------------------------------

In order to quantitatively test the image performance of the ultra-slim objective, an image of the grating shown in [Fig. 12](#g012){ref-type="fig"} Fig. 12Grating with 25 μm period used for evaluating the quantitative performance of the objective. The annotated area represents the section over which the Strehl ratio was evaluated at each edge in the image. was acquired, and two methods were used to estimate the experimental PSF, MTF, and Strehl ratio.

The first method is known as the tilted-edge method \[[@r16],[@r23],[@r24]\]. A general diagram of the process can be found in [Fig. 13](#g013){ref-type="fig"} Fig. 13Map of the tilted edge method for estimating quantitative image performance metrics, such as PSF, MTF and Strehl ratio.. The first step is to select a section of the image containing a tilted edge as shown in [Fig. 13](#g013){ref-type="fig"}, Step 1. Then the vertical cross-sections of the image are shifted so that the tilt is removed and the edge is aligned as shown Step 2. A curve is fit to the data, resulting in the edge spread function (ESF) shown as the red curve in Step 2. The derivative of the ESF was taken to find the line spread function (LSF) which is also a cross section of the PSF. The cross-section is vertical in this case, i.e., perpendicular to the edge. In the fourth step the Fourier transform of the LSF is taken to find the optical transfer function (OTF), whose modulus produces the MTF \[[@r25]\].

The second method is similar to the tilted-edge method in principle but simpler. The difference is that the second method does not shift the vertical slices of the selected section of data or fit a curve to the edge data as in Step 2 of the tilted-edge method. Instead, the second method averages the slices in the vertical direction of the figure of Step 2 and takes the derivative of the averaged data to find the LSF.

The experimental LSF/PSF data can be found in [Fig. 14(a)](#g014){ref-type="fig"} Fig. 14(a) Plots of the predicted PSF at the object surface as well as the results of two methods of estimating experimental PSF at the object surface, (b) Plot of the predicted, theoretical MTF and the experimentally measured MTF. The MTF curves plotted in this figure refer to the image plane of the ultra-slim objective. along with the predicted PSF produced by ZEMAX. Both of the two quantitative methods lead to estimates of the experimental PSF data that closely match the predicted PSF data. The experimental PSF FWHM differs from the predicted PSF FWHM by 0.25 µm \[see [Table 6](#t006){ref-type="table"} Table 6Predicted and Experimental FWHM of PSFMethodFWHM (µm)Predicted from ZEMAX0.64Tilted Edge Method0.83Averaging Method0.89\]. [Figure 14(b)](#g014){ref-type="fig"} compares the experimental MTF and the predicted MTF.

Additionally, the tilted-edge method results lead to an estimate of the Strehl ratio of greater than 0.8. Both the PSF and MTF, along with the Strehl ratio, confirm that the prototype ultra-slim objective optical system is nearly diffraction limited \[[@r19]\].

The lateral resolution was estimated by using the experimental PSF data shown in [Fig. 14(a)](#g014){ref-type="fig"}. First, two sets of PSF data were used, one centered at 0 µm and the other with the peak shifted by 2 µm. As the second peak was shifted towards the first, the two sets of PSF data were added, and the ratio of the local minimum between the peaks and the peak value was recorded with respect to the PSF peak separation. The Rayleigh criterion \[[@r26]\], which states that the two points are just resolvable if the ratio of the local minimum and maximum is $8/\pi^{2}$. The lateral resolution was determined as the peak separation that matches the criterion. The lateral resolution of the ultra-slim objective was found to be 0.9 µm by this method.

Additionally, the Strehl ratio was measured across the field at each of the edges in the region shown in [Fig. 12](#g012){ref-type="fig"}. The Strehl ratio varied from 0.45 to greater than 0.8, where a ring with a radius of 62.5 μm and a width of 55 μm had a Strehl ratio larger than 0.8. Also, the circular region with a diameter of 175 μm at the center of the field had a Strehl ratio of 0.7 or higher. The variation in Strehl ratio across the field is a consequence of the curved object surface of our objective and a flat resolution target. The following section reports on the measured field curvature of the fabricated optical system.

7.3 Field curvature {#sec2-7}
-------------------

The ultra-slim objective was designed purposefully with a small amount of field curvature to help with the lens-design process. Because of the curvature, different annular regions of a flat resolution target come into focus as the system is moved relative to the target. To estimate the sag of the object surface curvature, the mean radius of one of those rings was determined along with the change in the system position relative to the object needed to focus on that annular region. A parabolic model was fitted to the resultant radius and the change in object distance. Lastly, this fit was used to estimate the sag at the 125-µm edge of the field of view.

To acquire the necessary data, features of the US Air Force resolution target were centered in the FOV as shown in [Fig. 15(a)](#g015){ref-type="fig"} Fig. 15Illustration of the process for estimating the curvature of the object surface. Part (a) Portion of an acquired image showing a set of on- and off-axis features, Part (b) The modulation of the vertical bars.. A length gauge (Heidenhain, shown in [Fig. 10](#g010){ref-type="fig"}) was used to monitor the position of the imaging system as a series of images were taken while the imaging system moved closer to the object. In order to find the in-focus annulus, the modulation of the on-axis features shown as Set 1 in [Fig. 15(a)](#g015){ref-type="fig"} was found by taking the cross-section as shown in [Fig. 15(b)](#g015){ref-type="fig"}. The modulation was calculated using
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These modulations were compared with the modulation of the corresponding group and element numbers for Set 2 in the series of images to determine which annulus in Set 2 was in best focus.

For this experiment the first element in the right column had the closest modulation between the on-axis Set 1 and the first element in Set 2 when the system had been moved 6 µm. Using the distance between the two feature sets in [Fig. 15(a)](#g015){ref-type="fig"} as the radius of the annulus and the change in the system vertical position, a parabolic fit was performed. The experimental sag across the 250-µm diameter field was estimated using the fit to be 8.5 µm, in good agreement with the design sag of 9.7 µm.

7. Conclusion {#sec1-8}
=============

We have presented a design for an ultra-slim, 0.8-mm clear aperture diameter microendoscope objective that balances the tradeoffs of conventional imaging to produce an optical-biopsy system intended for real-time, *in-vivo* imaging for diagnosis of breast cancer. This design builds on the experience gained from previous systems which our group has designed \[[@r9],[@r16],[@r27]\] and is the most compact form yet in order to match the requirements of optical biopsy. In particular, the OD was reduced while maintaining a NA that results in a spatial resolution of 0.9 µm and a 250-µm field of view. By characterizing the coherent fiber bundle's light-coupling efficiency, we were able to relax the image-space telecentricity constraint, thereby allowing a further reduction in OD. Lastly, we were able to develop an all-plastic objective design after confirming experimentally the negligible level of autofluorescence of candidate optical-plastic materials. The results of the autofluorescence study showed that while Zeonex E48R does autofluoresce at the excitation wavelength of 470 nm, the emitted signal from the lenses was significantly less than the signal from the tissue. Additionally, we have shown that the optics for the ultra-slim objective can be made by modern manufacturing processes and achieve diffraction-limited imaging performance. Specifically, the objective exhibits a Strehl ratio of 0.8 and a lateral resolution of 0.9 µm with a designed field of view of 250 µm. The next step in this project will be to fabricate and assemble the ultra-slim objective demonstrated here to its intended diameter of 1 mm.

This work was supported by the US National Institutes of Health (NIH) grants R01 EB007594 and R01 CA124319 as well as an IBB Medical Innovation Award from the Richardson Family Foundation to TT and the University of Arizona TRIF Imaging Fellowship Program. The authors thank Dr. Urs Utzinger of the University of Arizona for his assistance with autofluorescence measurements.
